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IBWA STANDARD OF QUALITY REPORT

Report Date 5/4/2011

1103324

Inorganic Chemicals (IOCs)
CAS ID# COMPOUNDS RESULT MRLSOQ Units Method
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7440-36-0 Antimony (Sb) N.D. 6 2 ug/l 200.8

7440-38-2 Arsenic (As) N.D. 10 2 ug/l 200.8

7940-41-7 Beryllium (Be) N.D. 4 0.1 ug/L 200.8

Bromate by ICP N.D. 10 ug/l 321.8

7440-43-9 Cadmium (Cd) N.D. 5 0.1 ug/l 200.8

chloramine 0.000 4 mg/L 999.9

Chlorine, Total 0.0 0.1 mg/l 999.9

chlorinedioxide 0.000 0.8 mg/L 999.9

chlorite N.D. mg/L

7440-47-3 Chromium (Cr) N.D. 50 0.5 ug/l 200.8

16984-48-8 Fluoride (F) N.D. 3 0.05 mg/l 300.0

7439-92-1 Lead (Pb) N.D. 5 1 ug/l 200.8

7439-97-6 Mercury (Hg) N.D. 1 0.2 ug/l 245.1

7440-02-0 Nickel (Ni) N.D. 100 10 ug/l 200.8

Nitrate As N (NO3) N.D. 10 0.5 mg/l 300.0

Nitrite As N (NO2) N.D. 1 0.1 mg/l 300.0

Perchlorate by IC N.D. 2 ug/L 314.1

7782-49-2 Selenium (Se) N.D. 10 2 ug/l 200.8

7440-28-0 Thallium (Tl) N.D. 2 1 ug/l 200.8

N.D.

SOQ
MRL

- Indicates that the compound was not detected above the Lab's Reporting Limit - MRL

- Standard of Quality, maximum permissible level of a contaminant in water established by EPA, NPDWR or IBWA.
- Method Reporting Limit.

N.M. - Indicates that the compound was not measured.

Richard Cook

Manager Analytical Laboratory

 Certifications: CA-06249CA; IL-100213; NY-11756;MT-CERT0091; TX-TX269-2007A

IA-369; VT-VT02199   NELAP Accredited
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Secondary Inorganic Parameters
CAS ID# COMPOUNDS RESULT MRLSOQ Units Method

7429-90-5 Aluminum (Al) N.D. 200 2 ug/l 200.8

Chloride (Cl) N.D. 250 0.5 mg/l 300.0

7440-50-8 Copper (Cu) N.D. 1 0.003 mg/l 200.7

Est TDS by Cond. 3. 500 ppm 999.9

7439-89-6 Iron (Fe) N.D. 0.3 0.05 mg/l 200.7

7439-96-5 Manganese (Mn) N.D. 0.05 0.02 mg/l 200.7

7440-22-4 Silver (Ag) N.D. 25 0.1 ug/l 200.8

Sulfate (SO4) N.D. 250 3 mg/l 300.0

7440-66-6 Zinc (Zn) N.D. 5 0.05 mg/l 200.7

N.D.

SOQ
MRL

- Indicates that the compound was not detected above the Lab's Reporting Limit - MRL

- Standard of Quality, maximum permissible level of a contaminant in water established by EPA, NPDWR or IBWA.
- Method Reporting Limit.

N.M. - Indicates that the compound was not measured.

Richard Cook

Manager Analytical Laboratory

 Certifications: CA-06249CA; IL-100213; NY-11756;MT-CERT0091; TX-TX269-2007A

IA-369; VT-VT02199   NELAP Accredited
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Volatile Organic Chemicals (VOCs)
CAS ID# COMPOUNDS RESULT MRLSOQ Units Method

630-20-6 1,1,1,2-Tetrachloroethane N.D. ppb 524

71-55-6 1,1,1-Trichloroethane N.D. 30 1 ppb 524

75-34-3 1,1-Dichloroethane N.D. ppb 524

75-35-4 1,1-Dichloroethene N.D. 2 1 ppb 524

1,1-Dichloropropane N.D. ppb 524

563-58-6 1,1-Dichloropropene N.D. ppb 524

1,2,3-Trichlorobenzene N.D. ppb 524

96-18-4 1,2,3-Trichloropropane N.D. ppb 524

120-82-1 1,2,4-Trichlorobenzene N.D. 9 1 ppb 524

1,2,4-Trimethylbenzene N.D. ppb 524

96-12-8 1,2-Dibromo-3-chloropropa N.D. ppb 524

95-50-1 1,2-Dichlorobenzene N.D. ppb 524

107-06-2 1,2-Dichloroethane N.D. 2 1 ppb 524

78-87-5 1,2-Dichloropropane N.D. 5 1 ppb 524

79-00-5 1,2-Trichloroethane N.D. ppb 524

1,3,5-Trimethylbenzene N.D. ppb 524

541-73-1 1,3-Dichlorobenzene N.D. ppb 524

142-28-9 1,3-Dichloropropane N.D. ppb 524

106-46-7 1,4-Dichlorobenzene N.D. ppb 524

590-20-7 2,2-Dichloropropane N.D. ppb 524

95-49-8 2-Chlorotoluene N.D. ppb 524

591-78-6 2-Hexanone N.D. ppb 524

106-43-4 4-Chlorotoluene N.D. ppb 524

67-64-1 Acetone N.D. ppb 524

N.D.

SOQ
MRL

- Indicates that the compound was not detected above the Lab's Reporting Limit - MRL

- Standard of Quality, maximum permissible level of a contaminant in water established by EPA, NPDWR or IBWA.
- Method Reporting Limit.

N.M. - Indicates that the compound was not measured.

Richard Cook

Manager Analytical Laboratory

 Certifications: CA-06249CA; IL-100213; NY-11756;MT-CERT0091; TX-TX269-2007A

IA-369; VT-VT02199   NELAP Accredited
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Volatile Organic Chemicals (VOCs)
CAS ID# COMPOUNDS RESULT MRLSOQ Units Method

71-43-2 Benzene N.D. 1 1 ppb 524

108-86-1 Bromobenzene N.D. ppb 524

74-97-5 Bromochloromethane N.D. ppb 524

75-27-4 Bromodichloromethane N.D. ppb 524

75-25-2 Bromoform N.D. ppb 524

74-83-9 Bromomethane N.D. ppb 524

75-15-0 Carbon Dilsulfide N.D. ppb 524

56-23-5 Carbon Tetrachloride N.D. 5 1 ppb 524

108-90-7 Chlorobenzene N.D. ppb 524

75-00-3 Chloroethane N.D. ppb 524

67-66-3 Chloroform N.D. ppb 524

74-87-3 Chloromethane N.D. ppb 524

156-59-4 Cis-1,2-Dichloroethene N.D. 70 1 ppb 524

10061-01-5 cis-1,3-Dichloropropene N.D. ppb 524

124-48-1 Dibromochloromethane N.D. ppb 524

74-95-3 Dibromomethane N.D. ppb 524

75-71-8 Dichlorochlorodifluorometh N.D. ppb 524

75-09-2 Dichloromethane N.D. ppb 524

100-41-4 Ethylbenzene N.D. 700 1 ppb 524

74-88-4 Iodomethane N.D. ppb 524

98-82-8 Isopropylbenzene N.D. ppb 524

m,p-Xylene N.D. ppb 524

78-93-3 Methyl Ethyl Ketone N.D. ppb 524

108-10-1 Methyl Isobutyl Ketone N.D. ppb 524

N.D.

SOQ
MRL

- Indicates that the compound was not detected above the Lab's Reporting Limit - MRL

- Standard of Quality, maximum permissible level of a contaminant in water established by EPA, NPDWR or IBWA.
- Method Reporting Limit.

N.M. - Indicates that the compound was not measured.

Richard Cook

Manager Analytical Laboratory
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Volatile Organic Chemicals (VOCs)
CAS ID# COMPOUNDS RESULT MRLSOQ Units Method

n-Butylbenzene N.D. ppb 524

n-Propylbenzene N.D. ppb 524

95-47-6 o-Xylene N.D. ppb 524

p-iso-Propyltoluene N.D. ppb 524

sec-Butylbenzene N.D. ppb 524

100-42-5 Styrene N.D. 100 1 ppb 524

127-18-4 Tetrachloroethene N.D. 1 1 ppb 524

108-88-3 Toluene N.D. 1000 1 ppb 524

156-60-5 Trans-1,2-Dichloroethene N.D. 100 1 ppb 524

10061-02-6 trans-1,3-Dichloropropene N.D. ppb 524

79-01-6 Trichloroethene N.D. 1 1 ppb 524

75-69-4 Trichlorofluoromethane N.D. ppb 524

108-05-4 Vinyl Acetate N.D. ppb 524

75-01-4 Vinyl Chloride N.D. 2 1 ppb 524

N.D.

SOQ
MRL

- Indicates that the compound was not detected above the Lab's Reporting Limit - MRL

- Standard of Quality, maximum permissible level of a contaminant in water established by EPA, NPDWR or IBWA.
- Method Reporting Limit.

N.M. - Indicates that the compound was not measured.

Richard Cook

Manager Analytical Laboratory

 Certifications: CA-06249CA; IL-100213; NY-11756;MT-CERT0091; TX-TX269-2007A
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Synthetic Organic Chemicals (SOCs)
CAS ID# COMPOUNDS RESULT MRLSOQ Units Method

Synthetic organic chemical N.D. 999.9

N.D.

SOQ
MRL

- Indicates that the compound was not detected above the Lab's Reporting Limit - MRL

- Standard of Quality, maximum permissible level of a contaminant in water established by EPA, NPDWR or IBWA.
- Method Reporting Limit.

N.M. - Indicates that the compound was not measured.

Richard Cook

Manager Analytical Laboratory

 Certifications: CA-06249CA; IL-100213; NY-11756;MT-CERT0091; TX-TX269-2007A

IA-369; VT-VT02199   NELAP Accredited
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Additional Regulated Contaminants
CAS ID# COMPOUNDS RESULT MRLSOQ Units Method

79-34-5 1,1,2,2-Tetrachloroethane N.D. 1 ppb 524

1634-04-4 Methyl t-butyl ether N.M. 70 ppb 524

91-20-3 Naphthalene N.D. 300 ppb 524

7440-61-1 Uranium by ICP MS N.D. 30 ug/L 200.8

N.D.

SOQ
MRL

- Indicates that the compound was not detected above the Lab's Reporting Limit - MRL

- Standard of Quality, maximum permissible level of a contaminant in water established by EPA, NPDWR or IBWA.
- Method Reporting Limit.

N.M. - Indicates that the compound was not measured.

Richard Cook

Manager Analytical Laboratory

 Certifications: CA-06249CA; IL-100213; NY-11756;MT-CERT0091; TX-TX269-2007A
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Water Properties
CAS ID# COMPOUNDS RESULT MRLSOQ Units Method

Color After Acidific N.M. 5 5 999.9

Color As Received N.D. 5 5 999.9

Conductivity 1. MMHOS 999.9

pH 4.8 5 - 8.5 150.1

Turb After Filtered N.M. 0.5 NTU 180.1

Turbidity As Rec'd 0.2 0.5 NTU 180.1

N.D.

SOQ
MRL

- Indicates that the compound was not detected above the Lab's Reporting Limit - MRL

- Standard of Quality, maximum permissible level of a contaminant in water established by EPA, NPDWR or IBWA.
- Method Reporting Limit.

N.M. - Indicates that the compound was not measured.

Richard Cook

Manager Analytical Laboratory

 Certifications: CA-06249CA; IL-100213; NY-11756;MT-CERT0091; TX-TX269-2007A
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Radiological Contaminants
CAS ID# COMPOUNDS RESULT MRLSOQ Units Method

Gross Alpha Beta U N.D. 999.9

N.D.

SOQ
MRL

- Indicates that the compound was not detected above the Lab's Reporting Limit - MRL

- Standard of Quality, maximum permissible level of a contaminant in water established by EPA, NPDWR or IBWA.
- Method Reporting Limit.

N.M. - Indicates that the compound was not measured.

Richard Cook

Manager Analytical Laboratory
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Hardness
CAS ID# COMPOUNDS RESULT MRLSOQ Units Method

7440-70-2 Calcium (Ca) N.D. 0.1 mg/l 200.7

7439-95-4 Magnesium (Mg) N.D. 0.1 mg/l 200.7

7440-23-5 Sodium (Na) N.D. 0.1 mg/l 200.7

Total Hardness N.D. 0.6 mg/l 200.7

N.D.

SOQ
MRL

- Indicates that the compound was not detected above the Lab's Reporting Limit - MRL

- Standard of Quality, maximum permissible level of a contaminant in water established by EPA, NPDWR or IBWA.
- Method Reporting Limit.

N.M. - Indicates that the compound was not measured.

Richard Cook

Manager Analytical Laboratory
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Uncategorized
CAS ID# COMPOUNDS RESULT MRLSOQ Units Method

Bromide by ICP Not Present ug/L 321.8

Chlorine, Free 0.0 mg/l

Haloacetic Acids N.D. ppm

M for Alkalinity 0.0 ppm 999.9

P for Alkalinity N.M. ppm 999.9

pesticide_herb N.D. 999.9

7440-09-7 Potassium (K) N.D. 0.1 mg/l 200.7

7440-24-6 Strontium (Sr) N.D. 0.05 mg/l 200.7

Tannins mg/l N.D. 2 mg/l 999.9

N.D.

SOQ
MRL

- Indicates that the compound was not detected above the Lab's Reporting Limit - MRL

- Standard of Quality, maximum permissible level of a contaminant in water established by EPA, NPDWR or IBWA.
- Method Reporting Limit.

N.M. - Indicates that the compound was not measured.

Richard Cook

Manager Analytical Laboratory

 Certifications: CA-06249CA; IL-100213; NY-11756;MT-CERT0091; TX-TX269-2007A

IA-369; VT-VT02199   NELAP Accredited












